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Abstract A new difference probe for nuclear magnetic
resonance (NMR) spectroscopy is presented. The differ-
ence probe uses two saddle-shaped coils to excite and de-
tect two samples simultaneously. The samples are held in
a specially modified 3-mm NMR tube with an Ultem plas-
tic disk to separate the samples. The probe’s resonant cir-
cuit contains two crossed diodes that passively switch the
relative phase of each coil during the NMR experiment.
The result is a difference spectrum from the two samples.
The degree of cancellation of common signals was deter-
mined to be approximately 90%, and the application of
the probe to relaxation-edited difference spectroscopy for
identifying protein–ligand interactions was demonstrated
using glutathione and glutathione S-transferase binding
protein.
Keywords Difference spectroscopy · Background 
subtraction · Saddle coils · Protein–ligand interactions ·
Relaxation
Introduction
Comparing two sets of data is a fundamental aspect of an-
alytical chemistry. Once an analytical technique is estab-
lished, its usefulness is tested for distinguishing differ-
ences between samples, whether those differences are con-
centration, chemical, or physical. While most differences
are observed through individual analysis of two spectra,
subtraction techniques can often reveal subtle differences
and eliminate interfering background signals. Subtrac-
tions can be performed either using the hardware of the
spectrometer or with software techniques. When two sam-
ples are analyzed individually in a serial fashion, often the
spectra are postprocessed with subtraction software. Al-
ternatively, subtraction can be implemented through the
hardware by analyzing two samples simultaneously with
similar or identical sources and detectors. Several light spec-
troscopies such as ultraviolet, visible, infrared, atomic ab-
sorption, and fluorescence spectroscopy use double-beam
instruments to achieve hardware-based subtraction [1]. In
nuclear magnetic resonance (NMR) spectroscopy, differ-
ence spectroscopy obtained from two samples utilizing the
probe hardware was only recently demonstrated by our
group using a solenoidal microcoil difference probe [2].
The difference probe uses one receiver, but has two coils,
one to excite and detect the NMR signal from each sam-
ple. The transmitter source and receiver are not modified to
create the subtraction; the difference is a result of switch-
ing the resonant circuit so that the coils generate opposite
phases with respect to each other during data acquisition.
NMR is a particularly useful analytical technique be-
cause a wide variety of differences can be exploited to re-
veal information about an individual analyte, a mixture, or
even a dynamic system. The most basic and commonly used
comparisons in NMR are differences in chemical shifts or
coupling constants, which can be used to identify an ana-
lyte and determine its chemical structure. For example,
differences in the chemical shifts in 1H and 15N-HSQC
spectra are used to screen for potential drug candidates by
observing changes in the target protein spectrum in the
presence and absence of a binding ligand [3, 4]. Pro-
tein–ligand interactions are commonly investigated with
NMR difference techniques because binding ligands can
be identified through changes in the ligand’s translational
diffusion rate, relaxation rate, or chemical shift upon inter-
action with the target protein [5]. These difference meth-
ods either use two samples (a ligand-only sample and a li-
gand–protein mixture) with the same NMR experiment or
use one ligand–protein sample and perform two different
experiments by changing the NMR pulse sequence. Two
magnetization transfer techniques, reverse NOE pumping
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[6] and saturation-transfer difference (STD) spectroscopy
[7] alter the pulse sequence to obtain two spectra on the
same sample. The spectra can be subtracted in software or
a difference spectrum can be produced directly by altering
the pulse sequence with phase cycling.
While these techniques produce difference spectra effi-
ciently using a single sample, other techniques for deter-
mining binding ligands, such as relaxation- and diffusion-
edited NMR [8], require two samples. Transverse relax-
ation and diffusion are two physical properties of ligands
that change when the ligand binds to a protein. Bound lig-
ands exhibit faster transverse relaxation rates and slower
diffusion rates compared to the free ligands. In relaxation-
edited NMR, the Carr–Purcell Meiboom–Gill (CPMG)
pulse sequence [9, 10] is used to attenuate the NMR sig-
nals based on the transverse relaxation rate. A reference
sample of ligands in the presence of protein is subtracted
from a sample consisting of ligands only with their origi-
nal, slower relaxation rate. The difference spectrum re-
veals the signal of the binding ligands alone.
In this article we present a new method for obtaining
an NMR difference spectrum of two samples simultane-
ously without phase cycling, experimental changes, or ad-
ditional software. A dual saddle-coil NMR difference probe
was built using the “double-beam” approach to difference
spectroscopy. Like our solenoidal microcoil difference
probe [2], crossed diodes are used to switch the circuit
pathway passively, and consequently, the relative phase of
the coils during the NMR experiment. Only one free in-
duction decay is collected and Fourier transformed to give
a difference spectrum consisting of signals from both
samples that are 180° out-of-phase with respect to each
other. The saddle-coil difference probe has two saddle-
shaped Helmholtz coils that excite and detect two samples
placed in a 3 mm, vertically aligned NMR tube. Com-
pared to the microcoil difference probe, the saddle-coil
probe has some additional features to improve the perfor-
mance of NMR difference experiments on protein–ligand
systems. These enhancements include a larger sample de-
tection volume, lower limit of detection, sample-spinning
capabilities, and an axial pulsed field gradient. To demon-
strate the capabilities of the difference probe, a relaxation-
edited difference experiment was performed to examine
interactions between glutathione or serine with the glu-




The most important feature of the difference probe is the resonant
circuit, where the difference between the samples’ signals is gen-
erated. Unlike in a typical resonant circuit with one excitation/de-
tection coil, the two excitation/detection coils in the difference cir-
cuit generate signals simultaneously. In addition, the circuit changes
so that the coils are excited and detected with different circuit path-
ways. Crossed diodes are used to switch the circuit passively dur-
ing the NMR experiment. During excitation, the pulse used to ex-
cite the samples through the saddle coils also activates the crossed
diodes so that they allow current to flow. The result is a circuit
pathway in which the saddle coils are connected in parallel with re-
spect to the transmitter (see Fig. 1, red pathway). However, during
detection, the NMR signal voltage produced by the samples is
small enough that the crossed diodes are not active and do not al-
low current to flow. The circuit pathway changes such that the sad-
dle coils are connected in series with respect to the receiver as
shown in Fig. 1 along the blue pathway. The parallel excitation and
serial detection creates a phase difference of 180° between the sig-
nals from each coil. The result is the generation of an automatic
difference between the signals through the circuit hardware. The
difference signals are collected into one free induction decay that
is digitally stored and Fourier transformed to give a difference
spectrum of the two samples.
Reagents
Methanol, acetonitrile (Mallinckrodt Laboratory Chemicals, Phillips-
burg, NJ, USA), ethanol (Pharmco Products, Inc., Brookfield, CT,
USA), and D2O (99.9% D, Cambridge Isotope Laboratories, Inc.,
Andover, MA, USA) were used to make standard samples for test-
ing the difference probe. The relaxation-edited difference experi-
ments were performed using recombinant glutathione S-transferase
AtGSTU19 (GST) [11], glutathione (Sigma-Aldrich Co., Milwau-
kee, WI, USA), and serine (Sigma-Aldrich Co., Milwaukee, WI,
USA). Glutathione S-transferases are a family of multifunctional
enzymes present in virtually all organisms whose primary activity
is to catalyze the conjugation of glutathione (GSH, γ-L-glutamyl-L-
cysteinyl-L-glycine) to a number of substrates and therefore, ex-
hibit binding to GSH [12]. The GST was expressed in E. coli and
purified via glutathione-affinity chromatography as previously de-
scribed [11]. The GST was washed and concentrated in D2O using
an Amicon ultra-4 centrifugal filter unit (Millipore Corp., Biller-
ica, MA, USA).
Difference probe
The dual-saddle NMR difference probe was built for a 300 MHz,
wide-bore (73 mm) magnet. The top of the probe contains the dif-
ference circuit with the saddle coils, the pulse field gradient coils,
and the hardware to support the coils and allow for sample spin-
ning (see Fig. 2). The difference circuit is connected to the trans-
mitter and receiver of the spectrometer through coaxial cables and
BNC connectors at the base of the probe. The actively shielded,
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Fig. 1 The difference circuit includes four variable capacitors,
two excitation/detection saddle coils, two crossed diodes, the trans-
mitter where the excitation pulses are generated, and the receiver
where the NMR signal is collected. The red lines indicate the cir-
cuit path during excitation when the crossed diodes are activated.
The blue lines indicate the circuit path during detection when the
crossed diodes are not activated. Notice that the relative orienta-
tion of the saddle coils with respect to the transmitter during exci-
tation is parallel, and to the receiver during detection is serial, pro-
ducing a 180° phase difference between the signals received from
each coil. This change in orientation causes common magnetiza-
tion, indicated by the black arrows near the coils, to cancel upon
summation along the blue path
pulsed field gradient coils were made in-house and consisted of two
oppositely wound coils each supported by a cylinder made of Del-
rin plastic. The gradient coil design and construction has been de-
scribed previously [13]. The saddle coils were constructed from
0.534 mm diameter, zero magnetic susceptibility Cu-Al NMR coil
wire (Doty Scientific, Inc., Columbia, SC, USA). Aluminum forms
were used to make the basic, flat Helmholtz coil shape with 5×
5 mm squares, and then the coils were hand-formed into the saddle
coil shape around a 5-mm glass tube (see Fig. 3). As shown in Fig. 2,
the 5-mm glass support tube was held in place inside the top of the
probe by two disks and a connecting cylinder made from Delrin
plastic. The coils were rigid enough that no glue was needed to
hold the coils against the 5-mm glass tube; however, to prevent the
coils from sliding down the glass tube, the coil leads were drawn
through a hole in the bottom Delrin disk and glued in place with 
5-minute epoxy (Devcon, Danvers, MA, USA). The rest of the dif-
ference circuit, including four variable capacitors (Voltronics, Den-
ville, NJ, USA) for tuning and matching and the two nonmagnetic
crossed diodes, were placed immediately underneath the bottom
Delrin disk. Details regarding the difference circuit were described
previously for the solenoidal microcoil difference probe developed
in our laboratory [2].
The difference probe was designed to allow a 3-mm NMR
sample tube to be inserted into the probe using the traditional, air-
supported drop from the top of the magnet through the upper bar-
rel with a spinner turbine. The top Delrin disk of the difference
probe has a 4 mm hole through the concentric center and holds the
5 mm support tube in place to receive the sample. The upper barrel
sits on the top Delrin disk inside the Delrin cylinder of the differ-
ence probe (see Fig. 2). The 3-mm NMR tube is inserted into the 
5 mm support tube and can be spun at 20 Hz using the normal soft-
ware options.
The difference probe is designed to analyze two samples si-
multaneously, so a 3 mm NMR tube (Wilmad-Labglass, Buena,
NJ, USA) was modified to hold two samples. The sealed end of the
tube was cut and a small cylinder (3 mm long) of Ultem plastic
was positioned inside the bottom of the tube as shown in Figs. 4a
and 4c. The cylinder was threaded and a matching Ultem screw
was machined to provide a liquid-tight seal. A 0.5-mm disk of Ul-
tem shown in Figs. 4a and 4b was inserted inside the 3 mm NMR
tube at 61 mm from the bottom of the tube and was used to isolate
the samples. All of the Ultem parts were made in the Jonathan
Amy Facility for Chemical Instrumentation at Purdue University
using Doty magnetic susceptibility matching plugs (Wilmad-Lab-
glass, Buena, NJ, USA). The bottom sample was loaded into the
tube first by inverting the tube. After the tube was sealed with the
Ultem screw, the top sample was loaded. An unmodified 3 mm
Varian spinner turbine was used to insert the samples into the dif-
ference probe and to spin the samples. The Ultem disk that sepa-
rated the samples was positioned to sit between the two saddle
coils of the difference probe (see Fig. 2).
NMR spectroscopy
All spectra were acquired on a Varian INOVA spectrometer oper-
ating at 300 MHz for 1H. Initial shimming of the saddle coils was
performed with a common, two-capacitor resonant circuit with the
coils connected in parallel during excitation and detection. Gradi-
ent shimming was used for the axial shims. Subsequent shimming,
with the saddle coils connected to the difference circuit, was per-
formed manually. Each spectrum was processed with 1 Hz line
broadening (unless otherwise stated) and zero-filled twice.
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Fig. 2 The diagram of the saddle-coil difference probe head shows
the orientation of the saddle coils and the dual-sample tube. The
upper barrel fits inside the top of the difference probe so that the
sample tube can be inserted into the difference probe using a spin-
ner turbine. The 3 mm dual-sample tube fits inside the 5 mm coil
support tube with the thin Ultem disk placed such that it sits be-
tween the saddle coils. The top and bottom Delrin disks and Delrin
cylinder hold the support tube, saddle coils, and the pulsed field
gradient (PFG) coils in place and allow for alignment with the up-
per barrel
Fig. 3 Photograph of the saddle coils from the difference probe.
The coils are supported on a 5-mm glass tube marked by the white
lines
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Solutions of methanol (1 M)/acetonitrile (1 M) and ethanol (1 M)/
acetonitrile (1 M) in D2O were used to optimize the difference
spectrum. Since acetonitrile was common to both samples, it was
used to match the magnetic field strength and, thus, the chemical
shift axis, of each sample and to determine the degree of cancella-
tion. Since the acetonitrile and methanol were present at the same
concentration, the cancellation factor was calculated by dividing
the signal-to-noise ratio (S/N) of the methanol signal by the S/N of
the residual signal from the overlapped and subtracted acetonitrile
peaks. The methanol and ethanol peaks were used to calibrate the
pulse times and to monitor the peak shape and linewidth produced
by each coil during shimming and optimization of the cancellation
factor.
The CPMG-based relaxation-edited difference experiment was
performed using a sample of GSH (10 mM) and serine (10 mM)
and a sample of GSH (10 mM) and serine (10 mM) with 6.25 g/L
GST [8, 9, 10]. Both samples were prepared in a 0.2 M PO4 buffer
(pH 6.6). A CPMG pulse sequence was used (d1-90x-(τ-180y-τ)n-
acquire) with composite pulses, d1=2 s (equilibrium delay), τ=
4 ms, n=50 for a total spin-lock time of 400 ms, an acquisition 
time of 1.5 s, and 512 scans. The composite 90x pulse consisted of
90y-90–x-90–y-90x and the 180y pulse of 90x-180y-90x [14].
Results and discussion
For diagnostic purposes, the dual-sample 3 mm tube was
loaded with two samples: 1 M methanol and 1 M acetoni-
trile in the top compartment and 1 M ethanol and 1 M ace-
tonitrile in the bottom compartment. The difference spec-
trum obtained with these samples is shown in Fig. 5 using
a single 90° pulse-acquire pulse sequence. The methanol
and ethanol peaks are clearly visible and show the 180°
phase difference generated by the unique resonant circuit
of the difference probe. The reduced intensity of the ace-
tonitrile signal at 1.94 ppm demonstrates the subtraction
that takes place in the circuit of the probe during acquisi-
tion. Since both samples have the same concentration of
acetonitrile, the signals produced by each sample destruc-
tively interfere and cancel. The remaining signal or resid-
ual indicates the quality of the difference spectrum. Ide-
ally, the residual acetonitrile signal should be zero, but
due to slight differences in the geometry of the saddle
coils and even the sample concentrations, a residual signal
survives, producing a finite cancellation factor. The can-
cellation factor for the residual signal in Fig. 5 is 8.6,
given by the ratio of the methanol and acetonitrile peaks.
The most important factors for optimizing the differ-
ence spectrum and improving the cancellation factor are
matching the lineshape and frequency axes of the two
coils. Both factors involve shimming to improve the ho-
mogeneity of the static magnetic field around the two
samples and coils in the probe. As is well known in NMR,
a homogeneous field will produce a narrow NMR line,
thus improving resolution and sensitivity. Therefore, a
narrow line is favorable, but with two coils inside one
NMR probe, there are other factors for which the shims
have to compensate. Namely, matching the magnetic field
Fig. 4a–c Photographs of the modified 3-mm NMR tube used to
hold two samples. a The dual sample tube showing the 0.5 mm Ul-
tem disk, which separates the two samples, and the threaded cylin-
der and screw used to seal the bottom sample. b Enlarged view of
the disk and c the threaded cylinder at the bottom of the tube with
the screw disconnected
Fig. 5 Difference spectrum taken with the saddle-coil difference
probe using 1 M methanol/1 M acetonitrile as the top sample and 
1 M ethanol/1 M acetonitrile as the bottom sample. The acetonitrile
peaks (1.94 ppm) are overlapped and cancelled to demonstrate the
automatic subtraction of signals with the difference probe. The
methanol and ethanol peaks are used to monitor the individual re-
sponse from each coil. Notice the 180° phase difference between
the methanol and ethanol signals
strength or frequency axis of each coil and obtaining iden-
tical, narrow lineshapes for both samples simultaneously.
The frequency axes of each coil are matched using the z1
shim, which produces a compensating linear gradient
across the coils. The lineshape produced by each coil is
improved and matched using the other shims. While each
coil can currently be shimmed individually to a linewidth
at half-height of 0.25 Hz, the individual optimum set of
shim values must be compromised to shim both coils si-
multaneously. The linewidth of the peaks in Fig. 5 without
line broadening were simulated with a combination of
Lorentzian and Gaussian lineshapes to determine the line-
width at half-height and the peak shape under the com-
promised shim set. The methanol peak has a half-height
linewidth of 2.13 Hz and is 95% Lorentzian with a small
downfield shoulder. The ethanol triplet center line has a
half-height linewidth of 2.43 Hz with 94% Lorentzian
character. Fig. 6 shows the actual (red line) and simulated
(blue line) lineshapes of each coil.
Since shimming the two samples in the difference probe
requires a compromise between the optimal values for
each of the coils, other methods for improving the cancel-
lation factor were explored. The coils themselves are hand
formed and imperfect in shape. Coils that are identical
with a clean saddle shape would improve the lineshape
and symmetry with respect to the shims. Zero magnetic
susceptibility wire and D2O susceptibility matched Ultem
plastic were used to avoid magnetic susceptibility transi-
tions around the coil and samples, which would otherwise
distort the magnetic field. The wire is composed of a cop-
per shell surrounding an inner aluminum core. The copper
is not coated and is subject to oxidation, which alters its
zero susceptibility value. Commercial NMR coil manu-
facturers use special alloys to control the susceptibility of
the NMR coil [15], and such advanced methods would
likely improve the performance of the difference probe.
Weighting functions applied to the free induction de-
cay can also be used to improve the cancellation factor of
the probe, but the degree of improvement depends on the
original peak shape. With our solenoidal microcoil differ-
ence probe [2], it was found that weighting functions
could improve the cancellation factor almost two-fold
while with the saddle difference probe, little improvement
was observed (see Table 1). The lineshape produced by the
solenoidal microcoil difference probe was >95% Gaussian
while the saddle-coil difference probe is ~94% Lorentzian.
In addition, the cancellation for the solenoidal microcoils
was better with a cancellation factor of 27 compared to
the saddle coils’ factor of 7.2 without the use of weighting
functions. The S/N ratio of the residual cancellation signal
from the solenoidal microcoil difference probe did not
change significantly with the application of the weighting
functions, indicating that the cancellation signal was at-
tenuated by the same degree as the noise in the spectrum.
However, the residual cancellation signal from the saddle-
coil difference probe was improved by the weighting
functions almost as much as the methanol signal. Essen-
tially, the residual signal was treated as a real signal re-
sulting in only minimal improvement to the cancellation
factor.
The fact that the cancellation and weighting function
results are better for a Gaussian lineshape can best be ex-
plained by inspecting the Lorentzian and Gaussian line-
shapes. The artifacts from the cancellation come from the
edges of the lineshape as the center apexes are overlapped
to reach a maximum degree of cancellation. For peaks
with the same linewidth at half-height, the Gaussian line-
shape drops to the baseline faster than the Lorentzian peak.
A larger portion of the Lorentzian peak area is stored in
the tails, which must be matched in addition to the center
apex of the peaks for good cancellation; thus, the cancel-
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Fig. 6 The methanol and ethanol peaks from the difference spec-
trum in Fig. 5 were processed without line broadening (red lines)
and fit with a combination of Lorentzian and Gaussian lineshapes
with variable peak height, linewidth, fraction of Lorentzian and
Gaussian lineshape, and peak frequency (blue lines). The phase of
the ethanol peak was flipped and the vertical scales were normal-
ized for illustration purposes. Both the methanol peak and the cen-
ter peak of the ethanol triplet were found to have high Lorentzian
character with 95% for methanol and 94% for ethanol. The half-
height Lorentzian linewidth for methanol was 2.13 Hz and the cen-
ter line of ethanol was 2.43 Hz
Weighting function Saddle-coil difference spectrum Solenoidal microcoil difference spectrum
Cancellation Methanol Cancellation Cancellation Methanol Cancellation 
S/N S/N factor S/N S/N factor
None 54.12 389.4 7.2 5.27 139.7 27
Gaussian (0.5 Hz) 133.6 1086 8.1 5.53 222.1 40
Lorentzian (1 Hz) 136.7 1180 8.6 5.78 257.3 45
Sinebell (sbs=0.3, sbs=–0.3) 132.6 1191 9.0 5.64 311.3 55
Table 1 The difference spectra taken with the saddle-coil differ-
ence probe and the solenoidal microcoil difference probe reported
previously [2] were analyzed to determine the effect of weighting
functions on the residual acetonitrile cancellation S/N, methanol
S/N, and the cancellation factor
lation of the Lorentzian peaks is more difficult than the
Gaussian peak shape. Weighting functions are typically
used to suppress the tails of the NMR peaks, to reduce
noise, and to improve resolution. While moderate weight-
ing functions were enough to improve the cancellation
factor for the overlapped Gaussian peaks, the tails causing
the residual signal for the Lorentzian peaks were too large
to suppress significantly.
The saddle-coil difference probe has several advanta-
geous features that differ from the solenoidal microcoil dif-
ference probe. The saddle coils themselves detect a larger
volume (25 µL) than the solenoidal microcoils (72 nL).
With a larger volume, the concentration limit of detection
(4 mM 1H, one scan) is a factor of 10 better than the mi-
crocoil difference probe. The sensitivity of the saddle-coil
difference probe could be improved further by utilizing a
better filling factor (sample volume/coil volume). Using
the 5-mm support tube for the coils and the 3 mm NMR
sample tube (2.42 mm i.d.), the filling factor is only about
23%. If the 5-mm coil support tube could be replaced with
a device that supports the coil from the outer circumfer-
ence, a larger sample tube could be inserted inside the
coils. This system would improve the filling factor and in-
crease the amount of sample detected. Another difference
compared to the microcoil probe is that the saddle coils al-
low a sample or a dual-sample tube to be inserted into the
probe using the spectrometer’s upper barrel and turbine.
Even more importantly, the sample can be spun to reduce
the effects of equatorial static magnetic field inhomo-
geneities. The saddle-coil difference probe is also equipped
with a pair of actively shielded, pulsed field gradient coils
that can produce an axial magnetic field gradient. The
gradient is used in gradient shimming protocols for auto-
mated axial shimming and can be used in experiments
such those involving diffusion.
Protein–ligand binding study
One promising application of the saddle-coil difference
probe is in the area of bioanalytical NMR. In particular,
protein–ligand studies are important for drug develop-
ment activities. A CPMG experiment was used to demon-
strate how a difference experiment traditionally performed
on two separate samples could be performed with the sad-
dle-coil difference probe in one step. This relaxation-
edited experiment is used to reveal ligand–protein interac-
tions by comparing a reference sample of ligands to a
sample of the ligands in the presence of the target protein
[8]. If a ligand binds to the protein, the effective trans-
verse relaxation rate is increased; otherwise, the ligand re-
laxation rate is not affected. Figure 7 shows the effective
T2 decay curves for GSH and serine with and without
GST and the decay curve of GST itself. The curves were
fit with an exponential curve to determine the effective T2
time for each component. The protein displays a typically
short effective T2 value of 0.04 s while the free GSH and
serine have values of 0.87 and 1.00 s, respectively. How-
ever, in the presence of GST, GSH shows a suppressed re-
laxation time of 0.41 s while serine is about the same at
1.03 s, indicating that the GSH is binding to the protein. 
A spin-lock time of 400 ms was chosen to ensure that the
protein signal would not interfere with the difference ex-
periment and to provide a large difference between the
free and bound ligand signal intensities. Improving the
sensitivity of the difference probe would allow us to ac-
cess lower ligand:protein ratios, which would magnify the
changes in apparent T2 values and allow a shorter spin-
lock time to be used.
Figure 8a shows a spectrum of the ligand sample after
a spin-lock time of 400 ms. Some of the GSH peaks are
affected by J-coupling modulation [16], but the peak at
3.74 ppm is a singlet and can be used in this experiment.
The J-coupling for serine is small enough that both peaks
can be used. Figure 8b shows a spectrum taken of the li-
gand–protein mixture with the same spin-lock time. No-
tice that the GSH (3.74 ppm) is attenuated while the serine
signals remain the same, indicating binding of GSH to
GST. Traditionally, spectra (a) and (b) would be trans-
ferred to a software program where the spectra would be
subtracted either manually or using an automated program,
which is unnecessary using the difference probe. In Fig. 8c,
the CPMG experiment with a spin-lock time of 400 ms was
used to produce a difference spectrum of the two samples
with the saddle-coil difference probe with both samples in-
side the probe at the same time. The serine peaks in Fig. 8c
show the characteristic dispersion pattern of subtracted
peaks while the GSH (3.74 ppm) is clearly visible, indi-
cating binding to the protein. The linewidth in Fig. 8c for
GSH is 5.1 Hz, which is broad for typical spectra obtained
with the difference probe. One reason for the broad lines
is the fact that there is no lock circuit to compensate for
drift during this relatively long experiment. In addition,
the sample was not spun during the CPMG experiment, so
transverse field inhomogeneities were not suppressed.
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Fig. 7 Normalized intensity decay curves of signals from GST
(black circles, 0.80 ppm), and GSH (red triangle, green square,
3.74 ppm) and serine (yellow diamond, blue triangle, 3.94 ppm) in
the presence and absence of the protein, respectively. The data
were fit to exponential decay curves to derive the effective T2 val-
ues
We also explored the use of composite pulses in com-
bination with the CPMG pulse sequence. Usually, com-
posite pulses are used to compensate for poor magnetic
field homogeneity produced by the excitation coil, i.e., the
B1 field homogeneity. While the field homogeneity of the
saddle coils was good, with the top coil at 81% (measured
as the S/N ratio of the 450° pulse/90° pulse) and the bot-
tom coil at 77%, the 90° pulse times were different for
each coil. The top coil had a 90° pulse time of 26 µs and
the bottom had a 90° pulse time of 32 µs at the same trans-
mitter power. While the different 90° pulse times of the
two coils provide an opportunity to compensate for sam-
ple differences and match the relative signal intensities 
of each coil, as one would when optimizing a manual,
software subtraction, having disparate 90° times is not 
the ideal situation for multipulse experiments. The differ-
ence in coil efficiency is due to the fact that the coils are
hand-formed and imperfect in shape. The best solution
would be to use commercially manufactured coils or im-
prove the handmade process, but a short-term solution
was to use composite pulses. An intermediate 90° and
180° pulse time was chosen to make the composite pulses
for the CPMG experiment. The signal intensity and even
the J-coupling modulation were improved by using the
composite pulses.
Conclusion
A new difference probe was developed with saddle-shaped
coils that allow for vertically aligned, spinning samples. 
A 3 mm NMR tube was modified by using Ultem mag-
netic susceptibility matched plastic to separate two sam-
ples within the tube. The dual-saddle difference probe has
a resonant circuit that uses crossed-diode switches to cre-
ate a phase difference between the two samples’ signals,
thus creating a difference spectrum automatically through
the hardware. The advantage of the difference probe is
that two samples can be analyzed simultaneously, thus de-
creasing the overall analysis time compared to a probe with
the same sensitivity. The probe also provides a means of
optimizing the difference spectrum on-site before the final
acquisition. Because the difference between the signals is
completed in the hardware of the probe circuit before
reaching the receiver of the spectrometer, the effective dy-
namic range of the probe is increased as large signals can
be suppressed prior to acquisition. One disadvantage is
that the signal frequency produced by each coil must be
matched using the shims while the postprocessing tech-
nique shifts the axes before subtraction.
As a prototype, the performance of the saddle-coil dif-
ference probe is currently limited by the construction of
the saddle coils. The imperfections in the coils contribute
to the mismatched coil efficiencies and to the difficulties
of shimming both coils simultaneously. The cancellation
factor for the difference probe is approximately 9 with
half-height linewidths of 2.1 and 2.4 Hz for the top and
bottom coil, respectively. Based on the best half-height
linewidths of the coils shimmed individually, we believe
that the simultaneously shimmed linewidths can be im-
proved with more symmetrical and matched coils. Im-
proving the linewidths will improve the sensitivity of the
probe as well as the cancellation factor. The current sensi-
tivity of the probe does not compare well with commer-
cially built probes; however, the filling factor and the cir-
cuit efficiency can be improved, and the probe could be
tuned for a higher field magnet to improve its perfor-
mance. To demonstrate the practical use of the saddle-coil
difference probe, a CPMG-based relaxation-edited differ-
ence experiment was performed using a binding ligand,
GSH, and a nonbinding ligand, serine, with the enzyme
GST. The relaxation-edited difference experiment was per-
formed once on both samples simultaneously to produce a
single difference spectrum. As the first double, saddle-
coil NMR probe capable of hardware-based subtraction of
two samples, the saddle-coil difference probe represents a
new approach to difference spectroscopy for NMR.
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Fig. 8 a Spectra of the ligand sample (10 mM GSH (G) and 10 mM
serine (S)) and b the protein–ligand mixture (10 mM GSH, 10 mM
serine, and 6.25 g/L GST) were taken with the saddle-coil differ-
ence probe separately to show the individual spectra, and c to-
gether simultaneously to show the difference spectrum. The serine
peaks show the dispersion character of cancelled peaks while the
GSH peak (3.74 ppm) is clearly visible, indicating a change in its
effective T2 relaxation due to binding with GST. Note: the other
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